
510(k) SUMMARY JUL 0 12014
This summary of 51 0(k) safety and effectiveness information is being submitted in accordance
with the requirements of 21 CFR 807.92(c).

A. Contact Information

1 . Manufacturer: Immunalysis Corporation

2. Contact Name: Joseph Ginete

3. Contact Title: Regulatory Affairs Specialist

4. Address: 829 Towne Center Drive Pomona, CA 91767

5. Phone: (909) 482-0840

6. Fax: (909) 482-0850

7. Email: Miainete(aimmunalvsis.com

8. Summary prepared on: June 30, 2014

B. Device Information

1 . Trade Name: Immunalysis Buprenorphine Urine Enzyme Immunoassay

Immunalysis Buprenorphine Urine Controls

Immunalysis Buprenorphine Urine Calibrators

2. Common Name: Immunalysis Buprenorphine Urine Enzyme Immunoassay

Immunalysis Buprenorphine Urine Controls
Immunalysis Buprenorphine Urine Calibrators

3. Device Classification: 11

4. Regulation Number: CFR 862.3650 Opiate Test System

CFR 862.3200 Clinical Toxicology Calibrator

CFR 862.3260 Clinical Toxicology Control Materials

5. Panel: Toxicology(91)
6. Product Code: DJG

DLJ

LAS

C. Legally Marketed Device to Which We are Claiming Equivalence (807.92(A)(3))
1. Predicate Device: CEDIA Buprenorphine Assay

CEDIA Buprenorphine Controls

CEDIA Buprenorphine Calibrators

2. Predicate Company: Microgenics

3. Pre'dicate K Number: K040316
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D. Device Description

The assay consists of antibody/ substrate reagent and enzyme conjugate reagent. The
antibody/ substrate reagent includes rabbit antibodies to Buprenorphine, glucose-6-
phosphate (G6P) and nicotinamide adenine dlinucleotide (NAD) in Tris buffer with
Sodium Azide as a preservative. The enzyme conjugate reagent includes buprenorphine
derivative labeled with glucose-6-phosphate dehydrogenase (G6PDH) in Tris buffer with
Sodium Azide as a preservative. Calibrators and controls are sold separately. Reagents
are liquid, ready to use

The buprenorphine calibrator and controls consists of a single calibrator at 5ng/mL, a
control set containing a LOW control at 3.75ng/mL and a HIGH control at 6.25ng/mL and
a calibrator set containing a negative calibrator, a Level 1 calibrator at 5ng/mL, a Level 2
calibrator at 1 Ong/mL, a Level 3 calibrator at 2Ong/mL and a Level 4 calibrator at
4Ong/mL.

E. Intended Use

Immunalysis Buprenorphine Urine Enzyme Immunoassay:

The Immunalysis Buprenorphine Urine Enzyme Immunoassay is a homogeneous
enzyme immunoassay with a cutoff of 5ng/mL. The assay is intended for use in
laboratories for the qualitative and semi-quantitative analysis of Buprenorphine in human
urine with automated clinical chemistry analyzers. This assay is calibrated against
Buprenorphine. This in-vitro diagnostic device is for prescription use only.

The semi-quantitative mode is for purposes of enabling laboratories to determine an
appropriate dilution of the specimen for confirmation by a confirmatory method such as
GC-MS or permitting laboratories to establish quality control procedures.

The Immunalysis Buprenorphine Urine Enzyme Immunoassay Kit provides only a
preliminary analytical test result. A more specific alternate chemical method must be
used in order to obtain a confirmed analytical result. Gas Chromatography/ Mass
Spectrometry (GC-MS) or Liquid Chromatography / Mass Spectroscopy (LC/MS) is the
preferred confirmatory method. Clinical consideration and professional judgment should
be applied to any drug of abuse test result, particularly when preliminary positive results
are used.

Immunalysis Buprenorphine Urine Controls:

The Immunalysis Buprenorphine Urine Controls are used as control materials in the
Immunalysis Buprenorphine Urine Enzyme ImmunoassaV.

Immunalysis Buprenorphine Urine Calibrators:

The Immunalysis Buprenorphine Urine Calibrators are used as calibrators in the
Immunalysis Buprenorphine Urine Enzyme Immunoassay for the qualitative and semi-
quantitative determination of Buprenorphine in urine on automated clinical chemistry
analyzers.
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F. Cornparison of the new device with the predicate device
Item .. PredicateDevice (K(0403 16) Test Device

Intended Use For the qualitative and semi- For the qualitative and semi-
quantitative determination of the quantitative determination of the

presence of buprenorphine in human presence of buprenorphine in human
______________urine at a cutoff of 5 ng/ml urine at a cutoff of 5 ng/ml

Type of Product Analytical Reagents Analytical Reagents
Measured Analytes Buprenorphine Buprenorphine
Test Matrix Urine Urine
Cutoff Levels Sng/mL of Buprenorphine Sng/mL of Buprenorphine
Test System Homogenous Enzyme Immunoassay Homogenous Enzyme Immunoassay

Materials Buffer 1, Buffer 2, Lyophilized Reagent Antibody! Substrate Reagents and
____________I Ia and Lyophilized Reagent Enzyme Labeled Conjugate

Mass Spectroscopy Required for preliminary positive Required for preliminary positive
Confirmation analytical results analytical results

Antibody Mouse monoclonal anti-buprenorphine Rabbit Monoclonal Antibody to
_______________derivative Buprenorphine

Storage 2 - 80C until expiration date 2 - SoC untilI expiration date
Calibrator Form Liquid Liquid
Calibrator Levels One (1) Level (5ng/mL) One (1) Level (Sng/mL)

Control Set Levels Two (2) Levels (3ng/mL and 7ng/mL) Two (2) Levels (3.75ng/mL and
_______________ _____________________________6.2 Sng/mL)

Cavlbao Se Fve(5 Lv l ),0 0ad7 Five (5) Levels (0, 5, 10, 20 and 40
Levlsao SenFve(5 Lv l) ,2, 0ad ng/mL)

G. The following laboratory performance studies were performed to determine substantial
equivalence of the Immunalysis Buprenorphine Urine Enzyme Immunoassay to the
predicate

1 . Precision/ Cutoff Characterization - Study was performed for 20 days, 2 runs per
day in duplicate (N=80) on concentration of ±25%, ±50%, ±75% and ±100% of
the cutoff. The study verified that the cutoff serves as a boundary between a
negative and positive interpretation of a qualitative result. In addition, it also
verified the product performance relative to the ability of the device to produce
the same value during repeated measurements. The instrument used for this test
was a Beckman Coulter AU 400e.

a. The following is a summary table of the Qualitative Analysis for the
Sng/mL cutoff test data results.

- Qualitative AnWj'is*(for. 5ng/rnL cutoff)
Concentrationftnqmtj.. %ofcutofft. tof deterinations. . Result_....

0 -100% 80 80 Negative
1.25 -75% 80 80 Negative
2.5 -50% 80 80 Negative

3.75 -25% 80 80 Negative
5 Cutoff 80 48 Negative/32 Positive

6.25 +25% 80 80 Positive
7.5 +50% 80 80 Positive

8.75 +75% 80 80 Positive
10 +100% 80 80 Positive
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b. The following is a summary table of the Semi-Quantitative Analysis for
the Sng/mL cutoff test data results.
Semi-Quantitative Analysis (for 5ngI/mL cuto$t

Concentration (ng/mL) %.of cutoff # of determinations! . ' Result -
0 -100% 80 80 Negative

1.25 -75% 60 80 Negative
2.5 -50% 80 80 Negative

3.75 -25% 80 80 Negative
5 Cutoff 80 33 Negative/ 47 Positive

6.25 +25% 80 80 Positive
7.5 +50% 80 80 Positive

8.75 +75% 80 80 Positive
10 +100% 80 80 Positive

2. Specificity and Cross-Reactivity - Structurally similar compounds were spiked
into drug free urine at levels that will yield a result that is equivalent to the cutoff.
The study verified assay performance relative to the ability of the device to
exclusively determine certain drugs. The instrument used for this test was a
Beckman Coulter AU 400e.

a. The qualitative result summary table is outlined below:
_2 Structurall)tRelated Compounds Qualitative ?K...

_ compound Concentration Tested (ng/mL) Result *CrossReacivity(%

Buprenorphine 5 N/A 100.00
NorBuprenorphine 5 5 POS 90.91

Buprenorphine Glucuronide 3,000 P05 0.17
NorBuprenorphine Glucuronide 4,000 Pos 0.13

6-Acetyl morphine 100,000 NEG N.D.
Codeine 100,000 NEG N.D.

Dihydrocodeine 100,000 NEG N.D.
EDDP 100000 NEG N.D.
EMDP 100,000 NEG N.D.

Ethyl Morphine 100,000 NEG N. D.
Heroin 100,000 NEG N.D.

Hydrocodone 100,000 NEG N.D.
Hydromorphone 100,000 NEG N.D.

LAAM 100,000 NEG N.D.
Levorphanol 100,000 NEG N. D.
Methadone 100,000 NEG N.D.
Meperidine 100,000 NEG N.D.

Morphine 3 Glucuronide 100,000 NEG N.D.
Morphine 6 Glucuronide 100,000 NEG N.D.

Morphine 100,000 NEG N.D.
Nalorphine 100,000 NEG N.D.
Naloxone 100,000 NEG N.D.

Naltrexone 100,000 NEG N.D.
Norpropoxyphene 100,000 NEG N. D.

Oxycodlore 100,000 NEG N.D.
Oxymorphone 100,000 NEG N.D.

Diacetyl Morphine 100,000 _NEG N.D.
N.D. =Not Detected (<0.05%)
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b. The semi-quantitative result summary table is outlined below:
Structurally Related Compounds - Semi-Quantitative

Z. - Compound-.- Cbncentrafion Tested (ng/tnL) CrossReactvt,(%

Buprenorphine 5 100.00
NorBuprenorphine 5.5 90.91

Buprenorphine Glucuronide 3,000 0.17
NorBuprenorphine Glucuronide 4,000 0.13

6-Acetyl morphine 100,000 N.D.
Codeine 100,000 N.D.

Dihydrocodeine 100,000 N.D.
EDDP 100000 N.D.
EM DP 100,000 N.D.

Ethyl Morphine 100,000 N.D.
Heroin 100,000 N.D.

Hydrocodone 100,000 N.D.
Hydromorphone 100,000 N.D.

LAAM 100,000 N.D.
Levorphanol 100,000 N.D.
Methadone 100,000 N.D.
Meperidine 100,000 N.D.

Morphine 3 Glucuronidle 100,000 N.D.
Morphine 6 Glucuronide 100,000 N. D.

Morphine 100,000 N.D.
Nalorphine 100,000 N.D.
Naloxone 100,000 N.D.

Naltrexone 100,000 N.D.
Norpropoxyphene 100,000 N.D.

Oxycodone 100,000 N.D.
Oxymorphone .100,000 N.D.

Diacetyl Morphine 100,000 N.D.
3. Interference - Structurally non-similar compounds, endogenous compounds, the effect of

pH and the effect of specific gravity was evaluated by spiking the potential interferent into
drug free urine containing the target analyte at ±25% of the cutoff. Boric Acid and
Riboflavin caused a false negative response at the concentrations tested. All other
potential interferents analyzed verified that assay performance is unaffected by externally
ingested compounds or an internally existing physiological condition. The instrument
used for this test was a Beckman Coulter AU 400e.

a. The following is a summary table of the structurally non-similar compounds for
the Sng/mL cutoff

.Strctuall No-Similar ompounds for5ng/mL cutoff)
Cn Concentrtion.,.-25% Cutoff.(3.75ng/mL) +25% Cutoff (6.2Sng~nmL)
C pdund f .Tbsted (ng/mnL) R6SUlt s.- interferenc? -,Restl nefrne

4-Bromo.2,5,Dimethoxyphenethylarnine 100,000 Negative No Positive No
6-Acetylcodeine 100,000 Negative No Positive No
7-Aminoclonazepam 100,000 Negative No Positive No
7-Aminoflurazepam 100,000 Negative No Positive No
7-Aminonitrazepam 100,000 Negative No Positive No
Acetamninophen 500,000 Negative No Positive N
Acetylsalicylic Acid 500,000 Negative I No Positive N
Alprazolam 100,000 Negative No Positive N
Amitriptyline 100,000 Negative No Positive N
Amobarbital 100,000 Negative No Positive N
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Structurally Non-Similar Compoundst(for 5nglMnLtutoff)
-opuIn Concentration: -25% Cutoff (3.7Sng/mL) .+25% Cutof (S.25ng/mL)

Co pudTested (ng/mnL- Result . Interfere,'.? Result Wnte,nc.?

S-(+) Amphetamine 100,000 Negative No Positive No
Benzoylecgonine 500,000 Negative No Positive No
Benzylpiperazine 100,000 Negative No Positive No
Bromnazepamn 100,000 Negative No Positive No
Bupropion 100,000 Negative No Positive No
Butabarbital 100,000 Negative No Positive No
Caffeine 500,000 Negative No Positive No
Cannabidiol 100,000 Negative No Positive No
Cannabinol 100,000 Negative No Positive No
Carbamnazeprine 100,000 Negative No Positive No
Carisoprodol 100,000 Negative No Positive No
Chlordiazepoxide 100,000 Negative No Positive No
Chlorpromazine 100,000 Negative No Positive No
Cl1obazamn 100,000 Negative No Positive No
Clomipramine 100,000 Negative No Positive No
CElonazepam 100,000 Negative No Positive No
Cocaine 100,000 Negative No Positive No
Codeine 100,000 Negative No Positive No
Cotinine 100,000 Negative No Positive I No
Cyclobenzaprine 100,000 Negative No Positive No
Delta-9-THC 100,000 Negative No Positive No
Demnoxepam 100,000 Negative No Positive No
Desakylflurazepamn 100,000 Negative No Positive No
Desipramnine 100,000 Negative No Positive No
Diazepamn 100,000 Negative No Positive No
Diydrocodeine 100,000 Negative No Positive No
Diphenhydramnine 500,000 Negative No Positive No
Doxepin 100,000 Negative No Positive No
Ecgonine 100,000 Negative No Positive No
Ecgonine methyl ester 100,000 Negative No Positive No
EDDP 100,000 Negative No Positive No
1R,2S(-)-Ephedrine 100,000 Negative No Positive No*
1S,2R(+)-Ephedrine 100,000 Negative No Positive No
EtG 100,000 Negative No Positive No
Fenfluramnine 100,000 Negative No Positive No
Fentanyl 100,000 Negative No Positive No
Flunitrazepamn 100,000 Negative No Positive No
Fluoxetine 100,000 Negative No Positive No
Flurazepamn 100,000 Negative No Positive No
Hexobarbital 100,000 Negative No Positive No
Ibuprofen 100,000 Negative No Positive No
Imipramine 100,000 Negative No Positive No
Ketarnine 100,000 Negative No Positive No
Lamnotrignine 100,000 Negative No Positive No
Lidocaine 100,000 Negative No Positive No
Lorazepamn 100,000 Negative No Positive No
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StructUrally Ndn-Similar Compoundds (fot5ng/mLcttitb
Copond Concontration' -26% Cutoff (3.75ng/mL) +25% Cutof (6.25ngImL)
Co pudTested (ng/mL) Result Interference? :. Result lnterference?

Lorazepam Glucuronide 50,000 Negative No Positive No
Lormetazepam 100,000 Negative No Positive No
LSD 100,000 Negative No Positive No
Maprotiline 100,000 Negative No Positive No
(+)-MDA 100,000 Negative No Positive No
MOEA 100,000 Negative No Positive No
MDMA 100,000 Negative No Positive No
Meperidline 100,000 Negative No Positive No
Meprobamnate 100,000 Negative No Positive No
Methadone 500,000 Negative No Positive No
S(+)-Methamphetamine 500,000 Negative No Positive No
Methaquolone 100,000 Negative No Positive I No
Methylphenidlate 100,000 Negative No Positive No
Midlazolamn 100,000 Negative No Positive No
Naproxen 100,000 Negative No Positive No
N-dlesmethyltapentadol 100,000 Negative No Positive No
Nitrazepam 100,000 Negative No Positive No
Nordiazepamn 100,000 Negative No Positive No
Norcodeine 100,000 Negative No Positive No
Normorphine 100,000 Negative No Positive No
Norpseudoephedrine 100,000 Negative No Positive No
Nortriptyline 100,000 Negative No Positive No
Oxazepam 100,000 Negative No Positive No
Oxazepam Glucuronidle 50,000 Negative No Positive No
PCP 100,000 Negative No Positive No
Pentazocine 100,000 Negative No Positive No
Pentobarbital 100,000 Negative No Positive No
Phenobarbital 100,000 Negative No Positive No
Phentermine 100,000 Negative No Positive No
Phenylephrine 100,000 Negative No Positive No
Phenytoine 100,000 Negative No Positive No
PMA 100,000 Negative No Positive No
PPA 100,000 Negative No Positive No
Propoxyphene 100,000 Negative No Positive No
Propranolol 100,000 Negative No Positive No
Protriptyline 100,000 Negative No Positive No
R,R(-)-Psdudoephedrine 100,000 Negative No Positive No
S,S(+)-Pseudoephedrine 100,000 Negative No Positive No
Ranitidine 100,000 Negative No Positive No
Ritalinic Acid 100,000 Negative No Positive No
Salicylic Acid 100,000 Negative No Positive No
Secobarbital 100,000 Negative No Positive N
Sertraline 100,000 Negative No Positive N
S ufentanil Citrate 100,000 Negative No Positive N
Temazepam 100,000 Negative No Positive N
11-hydroxy-delta-9-TH-C 100,000 1Negative I No IPositive N
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Sttucturally Non-Similar Compounds (fort5nglmL 6ioff)-
Cbmoud Cncntrtin 25% Cutoff (3.7Sng~mL) +26% Cutof (6.25ngILt)

I.Tested (ring) Result Itrecit eut nefrne

11-nor-9 carboxy THC 100,000 Negative No Positive No
Theophylline 100,000 Negative No Positive No
Thioridazine 100,000 Negative No Positive No
Tramnadol 100,000 Negative No Positive No
Trazodone 100,000 Negative No Positive No
Triazolam 100,000 Negative No Positive No
Trifl uoromet hyl ph enyl-pi pera zine 100,000 Negative No Positive No
Trimipramine 5,000 Negative No Positive No
Venlafaxine 100,000 Negative No Positive No
Zolpidem Tartrate 100,000 Negative No Positive No

b. The following is a summary table of the endogenous compounds results
for the 5ng/mL cutoff
--Endogenout Compounds '(for 5ng/mL cdtoff) K

- >. Concentration -'26%-Cutof (3.75ng/mL) +26% Cutof (6.25ng/mL)
-Onoic Tested (ngirnL) Reut Intorrnc? Result itrerne

Acetone 1.0 g/dL Negative No Positive No
Ascorbic Acid 1.5 g/dL Negative No Positive No
Bflirubin 0.002 g/dIL Negative No Positive No
Boric Acid 1% w/v Negative No Negative Yes
Creatinine 0.5 g/dL Negative No Positive No
Ethanol 1.0 &/dL Negative No Positive No
Galactose 0.01 g/dL Negative No Positive No
y-Globulin 0M g/dL Negative No Positive No
Glucose 2.0 g/dIL Negative No Positive No
Hemoglobin 0.300 g/dL Negative No Positive No
HFumran Serum Albumin 0.5 g/dL Negative No Positive No
Oxalic Acid 0.1 g/dL Negative No Positive No
Riboflavin 0.0075 g/dL Negative No Negative Yes

Sod iu mAzide 1% w/v Negative No Positive No
Sodium Chloride 6.0 g/dL Negative No Positive No
Sodium Flouride 1% w/v Negative No Positive No
Urea 6.0 g/d~L Negative No Positive No

c. Boric Acid and Riboflavin interfere with the assay and the limitations
have been added to the labeling regarding these two compounds.

d. The following is a summary table of the effect of pH results for the
5ng/mL cutoff

-7 Effect ofp H(for,,ng/mL cutoff . i - - , , "___

Parmetr -«.. r Vaie -25% Cutof ('7Sn lInE 2), +25%.Cutoff .2ng/mbr.
-TestPrmee4 - eut itreec?-. Rsl; -i~efrne

pH 3.0 Negative No Positive No
pH 4.0 Negative No Positive No
PH 5.0 Negative No Positive No
pH 6.0 Negative No Positive No
pH 7.0 Negative No Positive No
pH 8.0 Negative No Positive No
pH 9.0 Negatve No Positive No

pH 10.0 Negative2 No Positive No
pH 11.0 Negative No Positive No
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e. The following is a summary table of the effect of specific gravity result for
the Sng/mL cutoff:

Effectof Specific Gravity (for Srig/mL cutff -Oditative 

TestParmetr S-25% Cutof (3.75ng/mL) t+25% Cutoff (6.25ngrImL)
TetPrmtrValue Reut iwfrn' .Result inteffemmOe

Specific Gravity 1.000 Negative No Positive No
Specific Gravity 1.002 Negative No Positive No
Specific Gravity 1.005 Negative No Positive No
Specific Gravity 1.010 Negative No Positive No
Specific Gravity 1.015 Negative No Positive No
Specific Gravity 1.020 Negative No Positive No
Specific Gravity 1.025 Negative No Positive No
Specific Gravity 1.030 Negative No Positive No

4. Linearity/ Recovery - A drug free urine pool was spiked with a high concentration
of the target analyte as a high value specimen. Additional pools were made by
serially diluting the high value specimen. The study verified assay linearity in the
semi-quantitative mode. The instrument used for this test was a Beckman
Coulter AU 400e.

a. Summary results are listed in the following table:
Llnearityl Recovery ______

Eipected Concentraion (nG/mL) Mean Concentration (ng/mL) <Recovery N(%)
5 ,5.0 100
10 9.9 99
15 13.7 91
20 20.2 101
25 24.2 97
30 29.5 98
35 36.7 105
40 39.3 98
45 40.8 9150 40.9 82
55 42.4 77

5. Method Comparison - Unaltered, anonymous and discarded clinical urine
samples obtained from clinical testing laboratories were analyzed with the test
device. The study verified that the product performance can be verified by Mass
Spectrometry. The instrument used for this test was a Beckman Coulter AU 400e
and an Agilent 6430 Liquid Chromatography Tandem Mass Spectrometry.

a. The following is a comparison table of qualitative assay performance for
the Sng/mL cutoff

S (+) I H
Tes Dvic - 0 40

b. The following is a summary table of qualitative assay performance for
the Sng/mL cutoff

AssalPeiforimance verified by LCIMS - Sng/mL CutoffL ?TYPC..<;~~% 1iV -J'5 Bfnohiencntrto. 1 t 7 J Agreement(%

Qualitative/ Positive 1 0 0 1 4 36 1 100%
Quaiitative/ Negative 1 36 4 1 0 0 1 100%
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c. The following is a comparison table of semi-quantitative assay
performance for the 5ng mL cutoff

LC/MS Confirmnation
N+ I -(-) I

Test Device - 0

d. The following is a summary table of semi-quantitative assay performance
for the 5ng/mL cutoff

~Assay Performanice verified,b LCIMS - SngImL Cutoff.

Te I e . Bupenorphine Concentration, Ag reemnent
< 2,ng/mL' V 2.5 4 ng/mL I 5 -7.5 ng/mL - > 7.5 ng/mL (%

Semi-Quantitative/ Positive 1 0 0 1 4 36 1 100%
Semi-Quantitative /Negative 1 36 4 1 0 0 1 100%

6. Stability-
a. A closed accelerated stability study was performed on reagents,

calibrators and controls at 250C to establish the initial expiration dating.
The stability study supported an initial expiration date of 1 year for
reagents. This stability study supported an initial expiration date of 12
months for calibrators and controls. The instrument used for this test was
a Beckman Coulter AU 400e.

1 . The following is a summary of the qualitative stability data. The 0
and 3.75ng/mL levels were negative in comparison to the 5ng/mL
cutoff for Day 0, 2, 8, 16, 24, 32 and 40. The 6.25ng/mL level was
positive in comparison to the 5ng/mL cutoff for Day 0, 2, 8, 16, 24,
32 and 40. This accelerated stability study was performed to
establish initial expiration dating. Real time stability studies are
ongoing.

2. The following is a summary of the semi-quantitative stabililty data
for the Sng/mL cutoff. The 3.7Sng/mL level was negative in
comparison to the 5ng/mL cutoff for Day 0, 2, 8, 16, 24, 32 and
40. The 6.25ng/mL level was positive in comparison to the Sng/mL
cutoff for Day 0, 2, 8, 16, 24, 32 and 40. This accelerated stability
study was performed to establish initial expiration dating. Real
time stability studies are ongoing.

b. An open/ on-board stability study was performed on reagents to
establish expiration dating when reagents are opened and stored on
board the instrument at 200 to 80C. The stability study supported an
initial open vial expiration date of 28 days. The instrument used for this
test was a Beckman Coulter AU 400e.

1 . The following is a summary of the qualitative open/ on-board
stability data for the Sng/mL cutoff. All replicates for the 3.75ng/mL
level were negative in comparison to the Sng/mL cutoff for Day 0,
7, 14, 21 and 28. All replicates of the 6.25ng/mL level were
positive in comparison to the Sng/mL cutoff for Day 0, 7, 14, 21
and 28.

2. The following is a summary of the semi-quantitative open/ on-
board stability data for the Sng/mL cutoff. The mean of the
replicates for the 3.75ng/mL level were negative in comparison to
the Sng/mL cutoff for Day 0, 7, 14, 21 and 28. The mean of the
replicates of the 6.25ng/mL level were positive in comparison to
the Sng/mL cutoff for Day 0, 7, 14, 21 and 28.

7. Calibrator and Control Traceability - all components of the calibrator and controls
have been traced to a commercially available standard solution from Cerilliant
Chemicals.
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8. Calibrator and Control Stability - An open accelerated stability study was
performed at 370C to establish the initial open vial expiration dating. The stability
study supported an initial open vial expiration date of 6 months. The instrument
used for this test was a Beckman Coulter AU 400e. All calibrator levels (5, 10, 20
and 4Ong/mL) and control levels (3.75 and 6.25ng/mL) were within specifications
for Day 0, 3, 7, 10 and 13. This accelerated stability study was performed to
establish initial expiration dating. Real time stability studies are ongoing.

9. Calibrator and Control Value Assignment - calibrators and controls are
manufactured and are tested by mass spectrometry- If any of the analytes are
out of the acceptable range, then the calibrator or control is adjusted and re-
tested. Values are assigned to the calibrator and controls once the Mass
spectrometry results are within the acceptable ranges.

H. Conclusion

The information provided in this pre-market notification demonstrates that the
Immunalysis Buprenorphine Urine Enzyme Immunoassay is substantially equivalent to
the legally marketed predicate device for its general intended use.
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DEPARTMENT OF HEALTH & IIIJMAN SE.RVICES Public IIlahSemce'.4 Food and iDrug Adutimnistition
1 0903 New H~ampshire Avenute

IMMIUNAI YSIS CORPORATION Jl ,21

JOSEPH GINETE
REGULATORY AFFAIRS SPECIALIST
829 TOWNE CENTER DR.
POMONA CA 91767

Re: K 141406
Trade/Device Name: Immunalysis FBuprenorphine Urine E-nzymne Immunoassay

Immunalysis I3uprenorphine Urine Controls
Imnmunalysis IBuprenorphine Urine Calibrators

Regulation Number: 21 CFR 862.3650
Regulation Name: Opiate test system
Rcgulatoiy Class: 11
Product Code: D.JG. DLJ. LAS
Dated: May 23. 2014
Received: May 28. 2014

Dear Mr. Joseph Ginete:

We have reviewved your Section 5 10(k) premarket notification of'intent to market the device
referenced above and have determined the device is Substantially equivalent (for the indications
for use stated in thie enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28. 1 976. the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food. Drug,
and Cosmetic Act (Act) that do not require approval ofa premarket approval application (PMA).
You may. therefore, market the device, subject to the general controls provisions of the Act. The
general controls provisions ofthe Act include requirements Flor annual registration. listing of
devices, good manufacturing practice. labeling, and prohibitions against misbranding and
adtilteration. Please note: CDRH- does not evaluate information related to contract liability
warran ties. We remind YOU, however, that device labeling must be truth ful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class Ill (PMA),
it m'ay be sublect to additional controls. Existing major regulations affecting your device an be
f'ound1 in the Code of Federal Regulations. tle 2 1. Parts 800 to 898. In addition. FDA may
publish Furither annou ncem entts concerning your device in the Federal Register.

Please be advised that FDA's issuance of'a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
or any Federal Statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements. inclIuding. buit not limited to: registration and listing (21
CFR Part 807): labeling (2 1 CFR Parts 801 and 809): niedical device reporting (reporting of'
medical device-related adverse events) (21 C17R 803): good manufacturing practice requirements
as set forth in the quality systems (QS) regullation1 (2 1 CF7R Part 820); and ifapplicable. the
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electronic product radiation control provisions (Sections 531-542 ol the Act); 21 CFR 1000-
1050.

If you desire specific advice ror Your device Onl our labeling reguLlations (21 CER Parts 801 and
809). please contact the Division of Industry and Consumer Education at-its toll-free number
(800) 638 2Q41 or (301) 796-7100 or at. its Internet address
liltp//wvwvw.[ia.tttov/MedicalDcvicS/ZeSOtl'eSli-oI~o/Incllsti'v/de1''LIult.Iiiii. Also, please note
the regulation entitled, "Misbranding by reference to premnarket notification" (21 CFR Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21
CFR Part 803). please go to

hnm/ww. fa. ov/vlc ic I eviesMa btyRenilaProlemdelatiIt~tmfor thle CORII's Office
Of Surveillance and Biomletrics/Division of Postrnarket Suirveillance.

YOU may obtain other general information onl your responsibilities under the Act rroml tile
Division of' Industry and Consumer Education at its toll-free number (800) 638-2041 or (301)
796-7100 or at its Internet address
lhttn://A%,vi\.t'lda.,-ov/Mcd lea I Dcv ices/lRcsotiiceslbriYoui/l ndIustiv/dcI'mu i t.11itl.

Sincerely yours.

Courtney, H. Lias -S
Courtney I-I. Lil as. h.
D~irector
Division of Chemiistry and Toxicology Devices
Office of' In Vitro Diagnostics

and Radiological Health
Center Ibr Devices and Radiological Health

Enclosure



510(k) Number (it known)
K141406

Device Name
Immunialysis Buplrenorphine Urine Enzyme Immunoassay. Immunalysis Bluprenorphine Urine Controls and Calibrators

Indications for Use ('Describe)
lmnmnalySis Iluprenorphine Urine Enzyme Inimunolassay:
The lmnmnalysis fluprenorphine Urine Enzyme Imnunloassay is a hiomogeneCous enzyme immnunoassaly with a cutoff olfing/mL. The
assay is intended for use in laboratories for thie qualitative and semni-quantitative analysis of luuprenorphine in human urine with
,automated clinical chemistry analyzers. This assay is calibrated against lBuprenorpihie. T1his in-vitro diagnostic device is fir
prescription] use only.
The semni-quantitativle mode is for purposes of enabling laboratories to determine an appropriate dilution of the specimen for
confirmation by a confirmatory method such as CC-MvS or permitting laboratories to establish quality control procedures.
The finiunalysis Buprenomphirie Urine Enzyme linnunolassay Kit jprovides only a preliminary analytical test result, A more specific
alternate chemical method must be used in urder to obtain a confirmned analytical result. Gas Chiromatographiy! Mass Spectrometry
(GC-MS) or Liquid Chromatography!/ Mass Spectroseopy (LC/,MS) is thie preferred confirmatory method. Clinical consideration and
professional judgment should be applied to any drulz of abuse test result, particularly when preliminary positive results are used.

Inimunalysis Buipreniorphine Urine Controls:
The Immunalysis ltuprenorphinle Urine Controls are used as control materials in thle liniunalysis Bupirenorphine Urine Enzyme
Immunoassay.

Inimunalysis tBuprenorphine Urine Calibrators:
The Inimunalysis Bluprenorphine Urine Calibrators are used as calibratiors in the lnittunalysis Buplrenorphine Urine Enzyme
Inimunloassay for the qualitative and semii-quantitative de~terniination of' Buprenorphine in urine on automated clinical chemistry
analyzers.

Type of Use (Select one or both, as applicable)

0~ Prescription Use (Part 21 CFR 801 Subpart D) EB Over-The-Counter Use (21 CFR 801 Subpart C)

PLEASE DO NOT WRITE BELOW THIS LINE - CONTINUE ON A SEPARATE PAGE IF NEEDED.

FOR FDA USE ONLY
Concurrence of Center for Devices and Radiological Health (GDRH) (Signature)

Denise Johnson-Iyles -S
FORM FDA 3881 (9/13) Pagel lot2 CSEFS,;t.O~,n ~


